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AESTRACT 

In a previous investigation, it w a s  shown that the HIAC Model 101 
automatic par t ic le  counter gave excellent resul ts  for  laboratory samples. 
However, marked discrepancies were noted between in-line automatic 
counter resul ts  and those determined microscopically for samples 
withdrawn f rom the system through a bleed valve. 

To obtain further information on in-line monitoring of particulate 
contaminant, a n  improved HIAC counter (Model 202) was used to  
obtain in-line data for comparison with microscopic resul ts  for samples 
withdrawn f r o m  the system through an  improved sampling arrangement.  
The resul ts  indicated that with suitable operating procedures the Model 

/*'. 
202 counter gives resul ts  generally equivalent to  those determined 
microscopically. 
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TECHNICAL MEMORANDUM X-53145 

SUMMARY 

In a previous investigation, it was shown that the HIAC Model 101 
automatic particle counter gave excellent resul ts  for laboratory samples. 
However, marked discrepancies were  noted between in-line automatic 
counter resul ts  and those determined microscopically for samples 
withdrawn f rom the system through a bleed valve. 

To obtain further information on in-line monitoring of particulate 
contaminant, an  improved HIAC counter (Model 202) was used to 
obtain in-line data for comparison with microscopic resul ts  for samples 
withdrawn f rom the system through an  improved sampling arrangement. 
The resu l t s  indicated that with suitable operating procedures the Model 
202 counter gives resul ts  generally equivalent to  those determined 
mi c r o s c opi c all y . 

The standard deviations for  both microscopic and automatic resul ts  
closely approached values predicted theoretically by means of the 
Poisson equation. 
with a uniform level of contamination and adequate sampling methods 
the reproducibility of resul ts  is determined almost entirely by the 
number of par t ic les  counted. 

This confirms the expectation that for a system 

INTRODUCTION 

Although the microscopic method currently is accepted as  the 
standard for determining the level of particulate contamination in 
fluid systems, it has  a number of undesirable characterist ics.  
Specifically, the microscopic method i s  time consuming, involves a 
significant element of personal judgment, does not reproduce adequately, 
and is not adaptable to in-line monitoring of continuously operating 
systems. Therefore, this laboratory is investigating various types of 
automatic counting devices. In a previous investigation (Ref. l ) ,  it 
was found that for laboratory samples the High Accuracy Products 
Corporation (HIAC) Model 101 Automatic Par t ic le  Counter gave resu l t s  



that w e r e  virtually identical to those determined microscopically on 
the same sample. However, in-line resul ts  with this counter differed 
markedly f rom those obtained microscopically for samples taken f rom 
an  ordinary bleed valve located just  upstream of the counter. 
cause of the discrepancy was not established, but it was considered 
evident that either the samples withdrawn for laboratory analysis or  
that portion of the total flow diverted through the counter for automatic 
monitoring was not representative of the average contamination level 
in  the system. Also, it was noted that the relatively small flow rate 
through the counter (z  1 ml/min)  severely restr ic ted the rate  at which 
analyses could be made. 

The 

Because of these reasons, a further investigation was ca r r i ed  out 
using a High Accuracy Products Corporation Model 202 Counter. 
counter was a la te r  model than that previously investigated and could 
accommodate flow ra tes  up to 35 ml per  minute. 
fitted with a Maledco turbulent flow sampling valve to insure that the 
portion of the total flow diverted through the counter for monitoring 
was representative of the average concentration in the system. 
for this study, the bleed valve used to obtain laboratory samples was 
relocated to  provide more  representative samples for microscopic 
analysis . 

This 

The counter was 

Also, 

This report  presents  the resul ts  of the investigations car r ied  out 
with the Model 202 Counter and includes resul ts  obtained previously 
with the Model 101 Counter which a r e  directly applicable to the Model 
202 Counter. 

EXPERIMENTAL 

The experimental setup (FIG 1) consisted of a hydraulic test car t ,  
associated plumbing, and the HIAC Model P C  202 Par t ic le  Counter. 
The test car t ,  containing a 30-gallon reservoi r ,  flow meters ,  p re s su re  
gauges, and f i l ters ,  was modified so that the sys tem fluid could either be 
circulated through the f i l ters  for cleanup or  by-passed to maintain 
approximately uniform contamination levels during testing operations. 
When a test was ca r r i ed  out, the fluid was circulated through the test 
c a r t  and system until the desired operating temperature,  p ressure ,  
flow rate, and uniform contamination level were  obtained.. The operating 
conditions and particle count data for  each tes t  are summarized in 
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Table I. 
by cleaning the hydraulic fluid to the lowest contamination level possible 
using the sys tem f i l ters ;  the other leve ls  were obtained by introducing 
contaminated hydraulic fluid into the sys tem reservoi r  to augment each 
preceding tes t  level. 

Six contamination levels a r e  studied: the first was obtained 

The Model PC-202 Counter w a s  equipped with metering pistons and 
When the counter associated circui ts  for  automatic in-line monitoring. 

was in  operation, the fluid sample passed through the counting cell at 
flow ra tes  up to  35 m l  pe r  minute and p r e s s u r e s  up to  500 psi. Under 
these conditions, the flow character is t ics  were such that each solid 
par t ic le  passed an illuminated window in single file. 
mated and directed through the fluid s t r e a m  to impinge on a photo- 
tube on the opposite side; when a par t ic le  in the fluid s t r e a m  passed 
the window, a portion of the light beam was interrupted. 
a change in the output signal from-the photo-tube which was proportional 
to  the s ize  of the particle.  
sent to  counter c i rcui ts  that had been adjusted to  various sensit ivit ies 
for  simultaneous counting of individual s ize  ranges. 
were  tallied according to size. 
sample was  metered into a precision measuring piston s o  that the 
results could be recorded as number of par t ic les  per  volume of fluid. 

Light was colli- 

This c rea ted  

The change in signal was amplified and 

The par t ic les  then 
After passing through the cell, the 

The counter was calibrated by u s e  of the "built-in" calibration 
sys tem that consisted of an  interrupter disc  driven by an  electr ic  
motor,  calibration potentiometer, light source,  and calibration 
window (Ref. 2). 
radial  l ine that was slightly wider than the calibration window through 
which the light was focused. 
disc,  the light was completely blocked when the radial  l ine passed the 
calibration window. 
the percent  change in  photo-tube output produced by a par t ic le  of given 
s ize  could be calculated. 
select  the des i red  particle s ize  calibration. 
calibration values were  furnished by the manufacturer for  u se  with the 
" built -in" c ali b ration s y stem. 

The transparent interrupter  disc had a scr ibed opaque 

Thus, for each revolution of the interrupter  

Since the calibration window a r e a  was known, 

The calibration potentiometer was used to 
Suggested par t ic le  s ize  

The Model 202 Par t ic le  Counter, equipped with a C-150 microcell ,  
was capable of monitoring four individual par t ic le  s ize  ranges f r o m  
10 to  150 microns at 100-ml increments with printed read-out and using 
either the manually operated or the automatic sampling arrangement .  
F o r  this investigation, the four selected s ize  ranges were  monitor-ed 
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simultaneously for approximately three-minute intervals a t  35 ml per 
minute sample flow rate.  
mately five minutes per sample since the sample fluid that collected 
in the metering piston had to be removed by a back flushing operation. 
The sampling and back flushing operations were  accomplished auto- 
matically by using solenoid valves actuated by relay switches that were  
located at opposite ends of the metering piston. After the sample had 
accumulated in the metering piston, the solenoid valves were  actuated 
to r e ~ r n  the sample to the system. The pr inter  a l so  was actuated 
automatically a t  the completion of each metering piston sampling stroke. 

However, the total testing t ime was approxi- 

All microscopic analyses were made in  accordance with MSFC- 
PROC-166AY “Procedure  for Cleaning, Testing, and Handling of 
Space Vehicle Hydraulic System Components and Hydraulic Fluids, I ’  

except the method of counting particles in the smaller  s ize  ranges 
where the total number of particles retained on the Millipore membrane 
were  not always counted. In these instances, only the par t ic les  r e -  
tained on one or  two diametric scans (microscopic micrometer  scale 
width x effective filtr’ation diameter of f i l ter  paper) were  counted. 
number of scans examined was selected to give a minimum of 100 particles 
for each s ize  range; 

The 

DISCUSSION OF RESULTS 

Results obtained during *this investigation for both microscopic and 
automatic (Model 202) counts a r e  given in Table I. 
and standard deviations for each of the six contamination levels studied 
a r e  given in Table LI. 

The mean values 

The reproducibility of counting data i s  dependent on the number of 
par t ic les  actually counted. Therefore, calculation of the reproducibility 
of the data in t e r m s  of standard deviations was based on the actual 
number of par t ic les  counted in a l l  instances. Standard deviations for 
the HIAC and microscopic counts a r e  shown in FIG 2 and 3 with the 
l ines determined previously f o r  microscopic counts on samples  f rom 
hydraulic systems (Ref. 3 )  and theoretical values representing the 
standard deviations for a Poisson distribution. Since the ear l ie r  in- 
vestigation was made using ground service hydraulic systems for 
which the contamination levels varied, contribution f rom this source 
would be expected to be smaller  with the hydraulic t e s t  c a r t  used in 
this investigation. In agreement  with this expectation, FIG 2 indicates 
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that the standard deviations for  both the HIAC and xnicroscopic counts 
generally were  smaller  than the corresponding microscopic values 
reported previously. In fact, except for the highest counts, the 
determined values scattered more- o r  l e s s  uniformly about those p re -  
dicted theoretically by means of the Poisson equation. This suggests 
that in the current  investigation variations due to system fluctuations 
have been largely eliminated, and the observed variations a r e  generally 
indicative of those inherent to the tes t  method. 

In the previous investigation using the Model 101 Counter, it was 
shown that microscopic counts on portions of hydraulic fluid collected 
after passing through the counting cell  were  virtually identical to the 
automatic counts. 
deviations noted between the microscopic and automatic counts probably 
resulted because the automatic counts were  based on equivalent c i rc le  
diameters,and the microscopic counts were  based on longest dimen- 
sions of the particles.  By cross-plotting the counting data, equivalent 
c i rc le  diameters  corresponding to the c lass  boundarie’s for the MSFC 
acceptable contamination level s were  determined. 
these values was obtained by microscopic determinations of equivalent 
c i rc le  diameters  and longest dimensions for some 500 par t ic les  ,of 
various sizes.  
lent resul ts  would be expected with the Model 202 Counter. Thus, 
this pa r t  of the investigation was not repeated. 

In fact, it  was shown that the small  systematic 

Confirmation of 

Because of the similari t ies in the two counters, equiva- 

In contrast  to the excellent agreement determined with the micro-  
scopic and automatic counts made on the identical fluid sample, auto- 
matic counts obtained by diverting a portion of the total flow through 
the Model 101 Counter differed markedly f rom the microscopic counts 
obtained by withdrawing a laboratory sample f rom a bleed valve attached 
to the side opening of a horizontally positioned bleed valve located just  
ups t ream of the counter. Studies of sampling valves ca r r i ed  out after 
the investigation of the Model 101 Counter suggested that probably 
neither the automatic nor the microscopic counts were  representative 
of the average contamination level in the system because of sampling 
problems. 
HIAC Counter for  in-line monitoring was  re-investigated by using the 
improved Model 202 Counter and an improved arrangement  for in-line 
sampling. 

F o r  this reason, the evaluation of the suitability of the 
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The corresponding microscopic and Model 202 Counter resul ts  for 
the different contamination levels a r e  presented in FIG 4. 
values for  these same data a r e  cross-plotted in FIG 5. 
pa r t  of the investigation was car r ied  out, the equivalent c i rc le  diameter 
c lass  boundariesfor the Model 202  Counter corresponding to the micro-  
scopic longest dimension c l a s s  boundaries were  the values determined 
previously (Ref. 1) by c r o s s  -plotting counting data obtained automatically 
and microscopically on the identical fluid samples. Although it was 
recognized that the exact relation between equivalent c i rc le  diameter 
and longest dimension var ies  with the origin and type of contaminant 
tested, the previous investigation, like the cur ren t  one, utilized con- 
taminated hydraulic fluid to adjust system contamination levels. 
fore,  the determined c lass  boundaries should be applicable to the current  
investigation. 

Average 
When this 

There-  

These values were  as follows: 

Class  Boundaries, Microns 

Micros copic Model 202 Counter 
(Longest Dimens ion) (Equivalent Circle  Diameter) 

10-25 
25-50 
50-100 
> l o o  

10 .9  - 21.0 
21.0 - 40 .0  
40. 0 - 75.0 

>75.0 

Straight lines passing through the origin were  fitted to the data by 
the method of l eas t  squares.  
in Table 111 with the standard e r r o r s  for values calculated with the 
equation. 
y=x and the corresponding root-mean-square deviation for  each size 
range. Inspection of these data indicates that the slopes of the least  
square equations generally a r e  close to unity, and the standard e r r o r s  
for values calculated with the least  squares equation a r e  only slightly 
smaller than the corresponding root-mean-square deviations fo r  the 
identity equations. F o r  these reasons,  straight lines passing through 
the origin and having unit slopes corresponding to the identity equations 
are  shown in F IG 4. Inspection of the plotted points indicates that the 
microscopic and Model 202  Counter resul ts  a r e  virtually identical for 
the three smallest  size ranges; the microscopic resul ts  generally ex- 
ceeded the Model 202 Counter resul ts  for the largest  
particularly for the lower contamination levels. 

Equations for each size range a r e  given 

A l s o  included in Table 111 a r e  identity equations of the type 

(> loop)  size range, 
A review of the sampling 
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ar rangement  suggested that this discrepancy may have been caused by 
fai lure  of the bleed valve to  provide representative samples for this 
s i ze  range because of the greater momentum of the particles.  Fur ther  
studies using a Maledco or  similar sampling valve to withdraw samples  
for microscopic analyses a r e  needed to  resolve this question. However, 
the discrepancy is not great ,  and, in  general ,  it appears  that with 
suitable operating procedures the Model 202 Counter provides resu l t s  
equivalent to  those obtained microscopically. 

C ONC LUSIONS !a3f 9 
The HIAC Model 202 Automatic Pa r t i c l e  Counter gives resu l t s  which 

appear to  be generally equivalent to those obtained microscopically. 

The reproducibility of particle counts for replicate samples  taken 
f r o m  a well-regulated system approaches the values predicted theoretically 
by means of the Poisson equation. 
flect the inherent variability of the t e s t  resu l t s  and constitute the lower 
limit for  determined values. 

Therefore,  the theoretical  values re -  
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TABLE I11 

EQUATIONS RELATING MICROSCOPIC AND HIAC COUNTS 

Size Range, Leas t  Squares Identity 
Microns E qua tion s Equations 

MC = 1.002 HC MC = HC 

o r  16 percent* 
10-25 SMC = 296 par t ic les  RMC = 296 par t ic les  

o r  16 perkent* 

MC = 0.921 HC 

o r  19 percent:% 
25-50 SMC = 43 par t ic les  

MC = HC 
RMC = 50 par t ic les  

o r  21 percent* 

MC = 0. 934 HC 

o r  29 percent* 
50-100 SMC = 13 particles 

MC = HC 
RMC = 14 par t ic les  

o r  31 percent* 

MC = 1.250 HC 

o r  58 percent* 
'100 SMC = 4 par t ic les  

MC = HC 
RMC = 5 par t ic les  

o r  75 percent* 

MC = Microscopic count, number of par t ic les  

HC = HIAC count, number of par t ic les  

SMC = Standard e r r o r  for microscopic count calculated f r o m  HIAC 
count for  leas t  squares  equation 

RMC = Root-Mean-Square deviation for  microscopic count calculated 
f r o m  HIAC count for  identity equation 

2;Based on average microscopic count. 
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